Background
CD4
+ T-cell count was performed on venous blood using the BD FASCount TM as reference method and the PIMA TM Point of Care technology. The mean biases and limits of agreement between the PIMA TM Alere and BD FACSCount TM were assessed with the Bland-Altman analysis, the linear regression performed using the Passing-Bablok regression analysis, and the percent similarity calculated using the Scott method.
Results
Our data have shown a mean difference of 22.3 cells/mm 3 [95%CI:9.1-35.5] between the BD FACSCount TM and PIMA TM Alere CD4 measurements. However, the mean differences of the two methods was not significantly different to zero when CD4 + T-cell count was below 350/mm 3 (P = 0.76). The Passing-Bablok regression in categorized CD4 counts has also showed concordance correlation coefficient of 0.89 for CD4 + T cell counts below 350/mm 3 whilst it was 0.5 when CD4 was above 350/mm 3 .
Conclusion
Overall, our data have shown that for low CD4 counts, the results from the PIMA TM Alere provided accurate CD4 + T cell counts with a good agreement compared to the FACSCount TM .
Introduction
HIV infection is a concern for the Senegalese army forces because of the high mobility of soldiers frequently engaged in external peace keeping missions, the task of risk of the military population, and the high prevalence of HIV in Casamance post conflict area [1] where there is a high concentration of the military population. The fight against AIDS in the Army as well as in the general population is in line with the safety of the troops. In an effort to support people living with HIV (PLHIV), efforts have been made to better access the clinical outcomes and ensure accurate diagnostics. CD4 + T-cell enumeration is frequently used to assess the immunity level of HIV-positive patients, determining their eligibility for antiretroviral therapy (ART) [2, 3] . In most clinical settings, CD4 + T-cell enumeration is performed using flow cytometry-based systems, such as FACSCount TM (Becton Dickinson, San Jose, CA), and is considered the reference method because of its precision, accuracy, and reproducibility [4] [5] [6] [7] [8] . However, costly maintenance, the need for well-trained laboratory staff and a cold chain to ship and store reagents can limit its use. Based on these field challenges, the AIDS program of the Senegalese Army Forces, in collaboration with Senegalese National AIDS Program and United States Department of Defense HIV/AIDS Prevention Program (DHAPP), is implementing the PIMA TM Point-of-care (POC) CD4 + T-cell enumeration technology (Alere, Jena, Germany) in urban and semi-urban military bases and medical facilities where military personnel, their dependents and civilians living with HIV are being cared for and treated at these sites. Adoption of such non-flow cytometry-based CD4 + T-cell counting device will allow regular access to CD4 + T-cell enumeration in rural and semi-urban sites in Senegal. Utilizing the PIMA TM Point-of-care (POC) CD4 + T-cell enumeration technology will also supports the National and Army AIDS programs strategies to control HIV infection and its transmission. However, since laboratory and field evaluation of the CD4 systems is part of the prequalification of a diagnostic program, validation of POC technologies is therefore required prior their wide implementation [9] . The purpose in this study was to compare T-cell count measurements between the PIMA TM CD4 (Alere, Jena, Germany) to the BD FACSCount TM which has been extensively validated in resource-limited settings [10] [11] .
Material and Methods

Study population and sites
Study participants consisted of adults HIV-infected patients who were being followed up through the Senegalese National AIDS 
Ethics statement
This study was approved by the National Ethical Committee of the Ministry of Health of Senegal. The ethics committee waived the need for written informed consent from the study participants since we used excess of blood samples from anonymous participants who underwent their routine CD4 + T-cell count. Similarly, the CD4 + T-cell measurement with the PIMA TM POC was performed according to manufacturer's procedure. The samples were run only after the normal and low value control cartridges gave acceptable values. Twenty five microliters of venous blood sample collected in EDTA tube were introduced into the PIMA disposable cartridge containing anti-human CD3-dye1 and CD4-dye2 monoclonal antibodies. The collector was then removed and the cartridge immediately inserted into PIMA analyzer.
CD4 + T-cell enumeration
Statistical analysis
Data were entered in Microsoft Access and then exported to SPSS version 17 (IBM), MedCalc 10.0.2.0 (MedCalc Software, Mariakerke), and GraphPad Prism version 5.00 for Windows (GraphPad Software, San Diego California USA) for statistical analysis and graphing. The differences between the two measurements as well as the mean differences of these measurements were computed in SPSS software. One-sample T-test was used to assess the difference between the two measurements by comparing the mean differences to zero. The mean biases and the limits of agreement (LOA) were assessed with the Bland-Altman analysis using the mean differences between the two measurements and the 95% confident limits of the measurement (LOA = mean ± 1.96 SD). The linear regression was performed using the Passing-Bablok regression analysis. Percent similarity between the PIMA TM Alere and BD FACSCount TM was calculated for each sample following the formula: average of methods A and B x 100)/method A (where method A = reference method (BD FACSCount TM ) and method B = method to evaluate (PIMA TM Alere)) [12] .
Results
Study population
A total of 200 adults were elected for the present study. 3 . For all CD4 ranges, the differences in median CD4 counts were not significant between the two methods (all p-values > 0.05) (Fig 1) . We also investigated the difference between the two measurements by comparing the mean differences between the two methods to zero using the one-sample T test. Our data have shown that the mean difference of 22.3 cells/mm 3 [95%CI:9.1-35.5] that was significantly different from zero, indicating that overall, the measurements by the two methods were not similar (P = 0.001) ( , respectively. The mean differences of the two measurements to zero was not Table 1) .
The difference and mean differences of the counts obtained were plotted using the BlandAltman method to visualize the bias, i.e. the random fluctuation of measurements around the mean difference line. We found that the average discrepancy between the methods (bias) was higher when the CD4 count was above 350/mm 3 (Fig 2) . In other words, the difference between the two methods became larger as the average increased.
The Bland Altman plot analysis showed an absolute bias of -22 (with lower and higher agreement limits of -208 and 163 respectively) indicating that overall, the PIMA underestimated the BD FACSCount TM by 22 cells/mm 3 . Calculation of the relative bias has shown an inter-essay variation of -0.2%. The Bland-Altman plots also showed that the higher the CD4 Tcell counts were, the wider the limits agreements became (Fig 3; Table 2 ). No proportional bias was found when the CD4 count was below 200/mm 3 (P = 0.29). However, there were biases between the two measurements when CD4 counts were above 200mm 3 (p-value significant for all CD4 levels above 200/mm 3 ) ( Table 1 and Table 2 ).
The linear regression analysis did not show a proportional bias between the two measurements (Fig 4) . The Passing-Bablok regression analysis between the two measurements showed an intercept of 11 cells/mm3 and a slope of 0.93 ( Table 2 ). The corresponding concordance correlation coefficient was 0.94 for PIMA TM Alere, showing a good correlation and concordance between the two methods ( Table 2) . The Passing-Bablok regression analysis using categorized CD4 counts also showed concordance correlation coefficient of 0.89 when CD4 + T-cell counts were below 350/mm 3 while it was 0.5 when CD4 was above 350/mm 3 .
Discussion
As a result of intensive HIV testing campaigns in order for people to know their status, and the well-established importance of getting people living with HIV (PLHIV) in care and offered treatment, Senegal has one of the lowest HIV prevalence in Sub-Saharan Africa. In an effort to improve and decentralize care for PLHIV, there is a needed of better access to CD4 + T-cell enumeration. In order to allow regular access to CD4 + T-cell enumeration in rural and semi-urban sites in Senegal as well as respond to the National AIDS program and WHO strategy to control HIV infection, the Senegalese Army AIDS program is implementing PMA TM Alere CD4 + Tcell enumeration technology in urban and semi-urban military medical centre. who did not find any significant difference in median CD4 counts obtained by the reference method and the PIMA TM analyzer [13] .
However using more conventional comparison method of two quantitative measurements, we assessed the mean difference between the two measurements that appeared significantly different from zero using One-sample T-test. This indicates that there was no perfect agreement between the PMA TM and FACSCount TM measurements. After categorizing CD4 + T-cell counts, we found that such difference was not significant for CD4 ranges below 350/mm 3 , highlighting a good agreement between the two measurements for low CD4 counts.
The analysis of the agreement between FACSCount TM and PIMA TM Alere CD4 measurement have shown an absolute bias of -22 cells, indicating that overall, the PIMA TM slightly , with limits of agreement from -129.2 to 174.6 cells/mm 3 [14] . As we reported, the majority of studies comparing the Alere PIMA TM analyzer using venous specimens have found that the POC methods underestimate laboratory-based flow cytometry methods [15, 16] despite providing still a good correlation with conventional technologies [17] . Nevertheless, the relative bias between the PIMA TM and reference methodology was very low, suggesting a good agreement between the two measurements. Similar low relative bias has also been reported in studies comparing CD4 + T-cell counts between the PIMA TM Alere and the BD FACSCount TM [13] .
Through the Passing-Bablok regression analysis, we found a good concordance correlation coefficient between the methods for low and medium CD4 values. This is in line with previous findings showing that the PIMA TM CD4 was found to be less precise than the flow cytometry based systems, in particular for CD4 counts below 200 cells/mm 3 [18] . Previous studies have reported that the PIMA TM device is comparable and interchangeable with the existing CD4 enumeration platforms [13, 15, 19, 20] . In our study, despite the PIMA Counter showing good concordance and correlation with BD FACSCount TM , we did only find such evidence in low and medium CD4 counts. This discrepancy might however reflect the significant contribution of experiment conditions. Consistent with our results, when CD4 counts were above 500/mm T-cell enumeration service in remote rural settings, they may not provide the same sensitivity, specificity and accuracy as the 'gold standard' reference tests. Moreover, the principles in the tests themselves, i.e. fluorescence optic imaging versus flow cytometry based system might reflect differences in the precision regarding certain ranges of CD4 counts. Overall, if operators' contribution on such discrepancies is dismissed, it therefore appears that the PIMA TM technology might need further refinement to improve repeatability. Because of its characteristics and particular interest for use in small health from resource-limited settings, improvement of the PIMA TM Alere is nevertheless a need, especially in light of the new World Health Organizations recommendations on starting treatment as soon as possible [22] . Overall, we have demonstrated that for low CD4 + T-cell counts, the results from the PIMA TM Alere obtained from venous blood can provide accurate data which a good agreement with the FACSCount TM . Despite PIMA TM Alere CD4 system can be operated easily in resource-limited settings, its wider implementation will require deeper evolution and/or further refinement of its system so that to reach perfect concordance between the PIMA and the existing reference systems.
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